	TECHNICAL SPECIFICATION FOR  CENTRIFUGE

	
	
	
	

	Minimum specification 
	             Conformity
	 
	 

	 
	Yes 
	NO
	Remarks

	 
	 
	 
	 

	1.   The centrifuge shall be Bench top model and function on 230V/50Hz
	 
	 
	 

	 
	 
	 
	 

	2.    The unit shall have an electronic interlock lid with audible Alarm                       warning.
	 
	 
	 

	 
	 
	 
	 

	3.   The Maximum Relative centrifugal force ( RCF) should be  not less than  4000g. 
	 
	 
	 

	 
	 
	 
	 

	4.   The motor of the unit shall be capable to speed up to 5000 rpm
	.
	 
	 

	 
	 
	 
	 

	5.   The process timer should be adjustable from 1 – 99min.
	 
	 
	 

	 
	 
	 
	 

	6.   The centrifuge should have maintenance free brushless DC Motor.
	 
	 
	 

	 
	 
	 
	 

	7.   The unit should have digital touch panel for operation with LED display.
	 
	 
	 

	 
	 
	 
	 

	8.   The equipment should have pulse function option.
	 
	 
	 

	 
	 
	 
	 

	9.   The bowl of the centrifuge must be made of stainless steel.
	 
	 
	 

	 
	 
	 
	 

	10.     All necessary Rotors and carriers should be supplied along with the centrifuge for fit  5 - 50 ml tubes.  tubes and the unit price  should be indicated separately.
	 
	 
	 

	 
	 
	 
	 

	10. User instruction manual and circuit diagram in English shall be supplied together with the equipment
	 
	 
	 

	 
	 
	 
	 

	11.The equipment shall be warranted for a period of one year.
	 
	 
	 

	 
	
	 
	 



Make & Model	: …………………………………………………
Country of Manufacture	: …………………………………………
Relevant catalogues & technical information attached.
Information given under "Bidder's offer" is true and correct.


…………………………………….
Bidder's signature and company seal
_____________________________________________________________________________
1. Bidder shall fill in col.4 & 5.
2. Purchaser will mark C for critical requirements
3. If the bidder has marked No for Conformity, bidder shall provide information in this
    Column of his offer against the clause concerned in col.2(minimum Specifications),If
    the bidder has marked Yes Bidder has the option of providing additional information to
    Establish that it conforms to the specification given.



