Technical Specification for Laboratory Autoclave
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	#


	Purchaser’s Requirements


	Bidder’s Offer

	
	
	Priority
	
	Remarks

	
	
	
	
	

	1
	The unit shall be suitable to sterilize glassware, unwrapped utensil etc, used in a clinical laboratory.
	C
	
	

	2
	The unit shall operate on power supply of 230 ( 10 %, 50 Hz.
	C
	
	

	3
	The chamber of the unit shall be vertical and made out of high strength copper or stainless steel.
	C
	
	

	4
	The maximum working pressure & temperature of the unit shall not be less than 2 bar and 134 o C respectively. 
	C
	
	

	5
	The volume of the chamber shall not be less than 50 liters.
	C
	
	

	6
	The unit shall equipped with suitable pressure gauge and thermometer to digitally display the inside pressure and temperature of the chamber continuously.
	C
	
	

	7
	The unit shall either incorporate a timer or its sterilization process be programmed with automatic timer facility.
	C
	
	

	8
	The heater power shall not be less than 3 KW.
	C
	
	

	9
	There shall be audible, visible or switch off alarm facilities to protect against reservoir low water level and opening the door during the operation.
	C
	
	

	10
	Each unit shall be supplied with an instruction manual and a service manual in English.
	C
	
	

	11
	The manufacturer must have ISO 9001 certification and the product offered shall meet all the international electrical safety and quality standards of EC directive 93/42/EEC and IEC/EN 60601 series

	C
	
	

	12
	The equipment offered shall be warranted on a full parts and labour basis against any manufacturing defect for a period of not less than 12 months from the date of installation. Full details of the warranty shall be submitted with the bid, including details of what facilities the bidder shall have locally to maintain the equipment during and after the validity of the warranty  
	C
	
	


Make & Model

: …………………………………………….

Country of Manufacture 
:……………………………………………..

Relevant catalogues & technical information attached 


Information given under “Bidder’s offer “is true & correct


Bidder’s Name , Signature & Date
: …………………………………………….

Company seal 

: …………………………………………….
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