


          Specification for CPM Machine (knee)
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	Purchaser’s Requirements 
	Bidder’s Offer 

	
	 
	Priori ty 
	Conformity 
	Remarks 

	
	
	
	Yes 
	No 
	 

	1. 
	Therapy Modes: SIX, Mobilization Modes for Continuous, Intermittent and progressive passive movement
	C
	
	
	

	2. 
	Pause Time: Programmable Extension/Flexion Pause from 00 to 99 seconds.
	C
	 
	 
	 

	3. 
	Treatment Time: Programmable from 01 to 99 min.
	C
	 
	 
	 

	4. 
	Inching Switch: Starting angel can be set according to the need of patient.
	C
	 
	 
	 

	5. 
	Memory/programmed: 30 treatment Protocol can be programmed & stored in memory
	C
	 
	 
	 

	6. 
	Displays: Digital display of ROM setting pause time, Treatment time and Graphic display of Mobilization modes.
	C
	 
	 
	 

	7. 
	ROM Setting: Programmable from 00 to 110degrees
	C
	 
	 
	 

	8. 
	Trolley: Provides transportation & storage
	C
	 
	 
	 

	9. 
	Patient Safety: Patient can stop/Interrupt treatment with hand held switch
	C
	
	
	

	
	General Conditions  
	C
	
	
	

	10. 
	The unit shall operate on the power supply of 230V±10% 50 Hz single phases. 
	C
	
	
	

	11. 
	Each unit shall be supplied with an instruction manual and a service manual in English. 
	C
	
	
	

	12. 
	Full graphic illustrated original technical literature in English describing the equipment offered and detailing the specifications shall be supplied with the bid. 
	C
	
	
	

	13. 
	A detailed proforma invoice of the equipment describing the parts and accessories offered as requested by the specification together with their make, model, country of origin, unit price, quantity, total price, ref. numbers of accessories and the period of warranty offered etc. shall be compulsorily provided with the bid 
	C
	
	
	

	14. 
	The Consumables & fast-moving spare parts prices shall be quoted separately& shall be valid for a period of at least for 5 years (Euro or USD 
Price list).   
	C
	
	
	

	15. 
	A list of users if any, in Sri Lanka of the equipment offered shall be provided together with the date of supply. 
	
	
	
	

	16. 
	If the model is not available in Government Hospitals in Sri Lanka, a sample unit shall be submitted for evaluation when requested. 
	 
	 
	 
	 

	17. 
	The equipment shall be covered by a comprehensive “Parts & Labour” warranty for the period of not less than 24 calendar months from the date of successful Installation & commissioning. 
	C 
	 
	 
	 

	18. 
	The bidder shall quote separately for a comprehensive service and maintenance contract on full parts and labor basis covering all items and accessories except consumables on the offer for a period of 5 years after the warranty period.
	C 
	 
	 
	 

	19. 
	Bidder shall furnish the documentary evidence to demonstrate that the good it offers meet the following usage requirement. 
a. ISO certificate for good manufacturing practice like ISO 9001;2000, ISO 13485;2003
b. CE Certificate
	C
	
	
	

	20. [bookmark: _GoBack]
	All standard accessories shall be supplied 
Other relevant optional accessories also be quoted separately.
	C 
	 
	 
	 

	21. 
	Compliance Report to be submitted in a tabulated and point-wise manner clearly mentioning the page/ paragraph number of original catalogue/datasheets. Any issued point, If not substantiated with authenticated catalogue/manual, will not be considered.
	C 
	 
	 
	 

	22. 
	The equipment to be supplied shall be brand new at the time of delivery. A letter by the Manufacturer in this regard shall be submitted with the bid.
	C 
	 
	 
	 

	23. 
	Regular training for end user & Bio medical Engineers shall be provided.
	C
	
	
	


 
 
Make & Model 	 	 	: …………………………………………………… 
Country of Manufacture 	 	: …………………………………………………… 
Relevant catalogue & technical information attached 
Information given under “Bidder’s offer” is true & correct 
Bidder’s Name, Signature & Date 	: …………………………………………………… 
Company seal  	 	 	: …………………………………………………… 
1 DIVISION OF BIOMEDICAL ENGINERRING SERVICES                           [01.01.2019] 
 
1 DIVISION OF BIOMEDICAL ENGINERRING SERVICES                           [01.01.2019] 
 
2    DIVISION OF BIOMEDICAL ENGINERRING SERVICES                           [01.01.2019] 
 
